A fully automated serum electrophoresis system.
This report summarizes an evaluation of the fully automated Olympus Hite System (AHS, Olympus, D-2000 Hamburg) for serum protein fractionation. The precision thereof exceeded that of the semi-manually processed Multiphorese System II MS 755 (Vogel, D-6300 Giessen). It proved to be rapid and easy to maintain. A comparison of the albumin values obtained by AHS and Beckman immunochemistry system showed a good correlation between both methods.